In our laboratory we have confirmed that the capacitance of barium titanate-based capacitors changes due to radiation. Since a commercially available capacitor is very small and inexpensive, it may be used as a multidimensional dose meter in which a large number of capacitor elements are arranged, or may be embedded in the body and used as an in-vivo dose meter. In this study we examined the usefulness of a dosimeter using the capacitance change of a barium titanate capacitor. As a basic property, it was confirmed that the dose linearity was good. With regard to dose rate characteristics and response to fractionated irradiation, capacitance change due to aging affects measurement accuracy, but online measurement of capacitance change immediately before irradiation can be performed to correct aging effects during irradiation. By doing this, we confirmed that the dose rate characteristics and the response to fractionated radiation are improved.
INTRODUCTION
Radiation therapy is one of several cancer treatment methods. It has less physical burden than surgical treatment, and the disease can be treated while preserving healthy function and form. Because highprecision radiation therapy requires that the tumor be given a sufficient dose while suppressing the dose to organs at risk, intensity modulated radiation treatment (IMRT) is often performed [1] . Due to the complexity of dose delivery with highly modulated radiation, dose distribution measurements are performed in advance to confirm the dose delivered to each patient [2] . Films are generally used for dose distribution measurements, but in recent years multidimensional dosimeters in which ionization chambers and semiconductor detectors are arranged in two or three dimensions have also been used [3] . Multidimensional dosimeters have the advantage of being able to measure in real time, but they are inferior to films in terms of spatial resolution [4] . In order to improve the spatial resolution, it is necessary to arrange more detector elements, but this is not realistic because the unit price of the elements is too high, resulting in a very expensive dosimeter. On the other hand, the capacitor is one of the important electronic circuits, and according to the previous research, it has been confirmed that the characteristics change by irradiation with radiation [5] . In addition, there have been several prior studies on dosimeters using capacitance changes of capacitors, and many have used MOSFETs [6, 7] . We found that the capacitance changes when radiation is applied to a multilayer ceramic capacitor using barium titanate. In addition, since capacitors are relatively inexpensive, by arranging a large number of capacitors, it is possible to construct an inexpensive, high-resolution multi-dimensional dose meter.
In addition, since the barium titanate capacitor is very small (minimum 0.4 × 0.2 × 0.2 mm 3 ), it may be used in the vicinity of a tumor to be used as an in-vivo dosimeter. This paper reports basic characteristics (dose linearity and dose rate dependency) in order to use a barium titanate capacitor as a dosimeter. At present, the relationship between crystal structure change and capacitance change of barium titanate due to irradiation is not clear. In previous studies, irradiation experiments were conducted on calcium titanate, which has the same crystal structure as barium titanate, but the same relationship is not described. For this reason, the mechanism of capacitance change due to irradiation is out of the scope of this paper and is therefore omitted.
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MATERIALS & METHODS

Barium titanate multilayer ceramic capacitor
Various dielectrics are used for multilayer ceramic capacitors according to their individual properties. However, since only a capacitor with barium titanate as a dielectric causes a capacitance change by radiation irradiation, a multilayer ceramic capacitor chip (GCM188R72A223KA01) manufactured by Murata Manufacturing was used in this research. The physical density of the barium titanate is 6.152 g/cm 3 and the shape of the capacitor is 0.8 mm square and the length is 1.6 mm.
Capacitance measurement system
In order to conduct a basic study of the dosimeter, it was necessary to measure the capacitance change of the capacitor. An LCR meter (IM 3536 manufactured by HIOKI) was used for the measurement. Moreover, since the measurement object develops high impedance, it was measured by the two-terminal method. Since the LCR meter can only read a single capacitor, we built a system that can measure the capacitance of five capacitors using a field programmable gate array (FPGA) and an analog multiplexer ( Fig. 1 ). The capacitance change of one capacitor element was measured every 12 seconds. Figure 2 shows the experimental system and the details of the capacitors used. A medical high energy X-ray treatment apparatus (Clinac 6EX manufactured by Varian Medical Systems) installed at Hokkaido University Radioisotope Center was used. The irradiation field was set to 10 cm × 10 cm and a solid water phantom (manufactured by Kyoto Kagaku, Tough Water) was used. The source to surface distance (SSD) was 100 cm. In addition, the source to target distance (STD) was fixed at 101.5 cm. The maximum dose rate depth was used. A solid water phantom of 10 cm was installed on the lower side of the capacitor to consider backscattering effects. Measurement was carried out by burying five capacitors in a heat-resistant epoxy resin to reduce side scattering around the capacitors and annealing treatment at high temperature was conducted. For wiring to each capacitor, a seal substrate (ICB-053 manufactured by Sunhayato) in which a conductive wire is printed on a 0.1 mm thick glass epoxy substrate was used in order to minimize the influence of scattering by the metal conductive wire. After constructing the above measurement system, the following five verification experiments were conducted.
Experiment system
Performance evaluation as the dosimeter
Change of capacitance due to X-ray irradiation
In order to confirm the capacitance change of the capacitor and the linearity of the dose, five sets of multilayer ceramic capacitors were irradiated with doses of 5, 10, 20, 50 and 100 Gy at 600 cGy/min. The relationship between the radiation dose and the capacitance change was then examined.
Dose-rate dependence
In order to evaluate the dose rate dependency of the capacitance change, 10 Gy was irradiated to each of the five multilayer ceramic capacitor sets at a dose-rate of 100, 200, 400, 600 cGy/min. The variation in capacitance change was then calculated.
Capacitance change with fractionated X-ray irradiation
In radiotherapy, fractionated irradiation is generally performed, and it is necessary to compare the difference in capacitance change between single irradiation and fractionated irradiation. Capacitance change was therefore measured by irradiating the five multilayer ceramic capacitors with five patterns of 50 Gy x 1, 25 Gy x 2, 12.5 Gy x 4, 10 Gy x 5 and 5 Gy x 10 times with dose rate at 600 cGy/min.
Optimization of the annealing temperature
Capacitors using barium titanate are known to undergo a phenomenon (annealing) in which the crystal structure changes and the capacitance recovers upon heating above the Curie temperature. After the irradiated capacitor was annealed in an electric furnace, the capacitance change when the same dose was irradiated again was examined. In annealing, it is necessary to exceed the Curie temperature (127 • C) which is the crystal transition temperature of barium titanate. In order to study the optimization of the annealing temperature, the annealing treatment was performed by holding for 1 hour at 100 • C, 115 • C, 130 • C, 145 • C and 160 • C for irradiation of 30 Gy at 600 cGy/min [8] , respectively. We also examined the repeatability of capacitance change. 
Repeatability of measurement
In order to evaluate the repeatability of the measurements, 10 different sets of plates in which five capacitors were solidified with an epoxy resin were prepared. The variation in capacitance change when 10 Gy was irradiated under the same irradiation conditions was evaluated.
RESULTS
Change of capacitance due to X-ray irradiation Figure 3 shows the capacitance change when exposed to 5, 10, 20, 50, and 100 Gy irradiations. It was confirmed from Fig. 3 that the capacitance change increases as the irradiation dose increases. Moreover, it was confirmed that the capacitance change depending on the irradiation dose can be fitted by a function represented by y =exp(−0.000645x 0.741 ). Here, x and y stand for irradiated dose and normalized capacitance. By making this change into a function in advance by fitting, the irradiation dose can be determined from the capacitance change. Figure 4 shows the capacitance change rate when 10 Gy is irradiated at a dose rate of 100, 200, 400, 600 cGy/min. Table 2 furthermore shows the average value and the standard deviation of the capacitance change rate. From Table 2 , it was confirmed that the capacitance change was from 0.3146% to 0.3895% at each dose rate, and the lower the dose rate, the higher the capacitance change. Also, the standard deviation of the dose rate was 1.87%. This may be because the capacitance change of the capacitors decreases both by irradiation and aging. Therefore, at Capacitance change with fractionated X-ray irradiation Figure 5 shows the capacitance change in each irradiation pattern, and Table 3 shows the average value and the standard deviation of the capacitance change rate for each element. In each irradiation pattern, the final capacitance change was from 1.18% to 1.36%, and the capacitance change rate tended to be slightly larger as the number of irradiations increased. In addition, the standard deviation due to the irradiation pattern was slightly larger (0.0732%). This may be because, as in the case of the dose rate dependency verification, the longer the total irradiation time, the greater the decrease in capacitance due to aging.
Dose-rate dependency
Optimization of the annealing temperature Table 4 shows the difference in capacitance change due to irradiation before and after annealing. From Table 4 , the capacitance change is smaller for annealing up to 115 • C compared to before annealing. On the other hand, when the annealing is performed above the Curie temperature, the capacitance change is almost the same before and after the annealing. The capacitor can therefore be repeatedly used as a dosimeter by annealing at a temperature higher than the Curie temperature. Table 5 shows the capacitance change with 10 Gy irradiation for 10 different capacitor sets. The average value of the standard deviations of the capacitance change with respect to five capacitor elements of each capacitor set was 1.57%, and the standard deviation with respect to the average value of the capacitance changes of five capacitor elements was 0.0056%.
Repeatability of the measurements
DISCUSSION
The mechanism by which the capacitance of barium titanate changes by irradiation is not yet elucidated. However, since the capacitance is affected by the difference in crystal structure, we think that the change in the crystal structure of barium titanate due to irradiation is the cause of the change in capacitance [9] Barium titanate has an ABO 3-type perovskite structure, in which the Ti ion located at the center of the crystal is displaced in the c-axis direction, causing spontaneous polarization and exhibiting ferroelectric properties [10] . The crystal structure of barium titanate is known to change with temperature, and as temperature increases, it changes to a rhombohedral, orthorhombic, tetragonal and then cubic systems (Fig. 6 ) [10] . Barium titanate belongs to a tetragonal system at room temperature and exhibits ferroelectric properties by spontaneous polarization. Above the Curie temperature (127 • C), the crystal structure changes to a cubic crystal, indicating the nature of a paraelectric. The capacitance shows the highest value at the conversion point between cubic and tetragonal, but when held at room temperature, an aging phenomenon occurs in which the capacitance gradually decreases. The time change of capacitance due to aging can be expressed by equations (1.1) and (1.2) [11] . Here, T is the temperature (K), k is the Boltzmann constant,E A is the activation energy, and the relaxation time τ (T) is obtained by the Arrhenius equation (1.2) . Further, C represents a capacitance at the time of convergence,C ∞ is a steady-state capacitance, C 0 is a temporary capacitance, and β is a exponent. From the above equations it can be seen that capacitor aging is dependent on temperature and time.
The capacitance of the capacitor using barium titanate changes according to the irradiation dose, and it was confirmed that the individual difference in capacitance change was small. However, as described above, as the total irradiation time becomes longer, the influence of the capacitance change due to aging becomes larger, which causes a decrease in measurement accuracy. Therefore, even if the total dose is the same as in the dose rate dependency and the verification of the influence by the fractionated irradiation, the measurement error due to the aging becomes large for the cases where the irradiation time is different. It is also expected that the function of subsequent aging will change with each irradiation, as both irradiation and aging reduce the capacitance. It is therefore difficult to use as a dosimeter if it is not possible to make an aging correction. Figure 7 (a) shows the capacitance change including aging when irradiation is performed at 12.5 Gy × 4 fractions. As mentioned above, the aging is a function depending on time, and changes like the gray line in Fig. 7(a) in case without irradiation. However, as summarized in Table 6 , fitting parameters for aging function varies due to irradiation. Therefore, as shown in Fig. 8(a) , the functions of aging before irradiation (f 0 (t)) and aging after irradiation (f 1 (t)) are different. Furthermore, as can be seen from Table 6 , as the number of irradiations increases, the difference between the function of aging before and after irradiation increases. So when fractionated irradiation is performed, it is difficult to correct the entire aging function using only the aging curve before irradiation (f 0 (t)) (Single correction, Fig. 7(b) ). Therefore, in fractionated irradiation, as shown in Fig. 8(b) and Fig. 8(c) , a method was devised to correct the aging for each fraction by obtaining an aging function for each fraction after (Step correction). Figure 7 (b) also shows the capacitance change after aging correction for each irradiation. In addition, Table 7 shows the slope of agingcorrected capacitance change between irradiation for each correction method. From Fig. 7(b) and Table 7 , the aging correction by Step correction is much smaller in the second and subsequent irradiations compared to the single correction. The average value for the second to fifth irradiations was −3.0499 × 10 −7 [sec −1 ], whereas the step correction was −0.1242 × 10 −7 [sec −1 ]. Figure 9 (a) and (b) shows capacitance change before and after correction of the dose rate (Table 2 ) and the irradiation pattern ( Table 3 ). The standard deviations of the mean due to the dose rate and the irradiation pattern were reduced from 0.0359% to 0.0057% and from 0.0732% to 0.0086%, respectively. Furthermore, under the same conditions as the experimental geometry described above, a dose from 0 to 100 Gy was irradiated every 10 Gy to create a conversion function from capacitance change to absorbed dose ( Fig. 10(a) ). Figure 10 (b) shows that relation between irradiated dose and measured dose converted from capacitance change. As shown in Fig. 10(b) , since the measured dose is agreed with the irradiation dose, barium titanate capacitor can be considered to be sufficiently usable as a dosimeter [12] . We confirmed that the correction of aging reduced the measurement error. However, in this research only verification by 6 MV-X-rays was performed. The contribution of the scattered radiation becomes large when irradiated with low energy. In future research, it is therefore necessary to use irradiation devices with different energies to verify the energy dependence.
CONCLUSION
Multilayer ceramic capacitors using barium titanate are widely applicable as a novel dosimeter because of their low cost and small size. In addition, since the capacitance is recovered by the annealing process, dosimeter using a barium titanate capacitor • 41 Fig. 7 . Measurement data before and after correction. it can be repeatedly used as a dosimeter. The present study shows that by arranging the capacitors in an array, it is possible to realize a twodimensional detector used for QA of radiation therapy with high spatial resolution and low cost. Furthermore, the barium titanate capacitor can also be applicable as an in-vivo dosimeter because of its small size.
